Measurement of the temperature inside the rotor of the Airfuge and its operation at low temperature.
A method based on the slow hydrolysis of saccharose allows the temperature inside the revolving centrifuge tubes to be measured with precision. Equipment that enables the instrument to be operated at low temperature is also described.